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Abstract
Thick-ﬁlm static and dynamic force sensors have been investigated for their
suitability to measure the grip forces exerted upon an object held by a
prosthetic hand, and to detect and correspondingly react to the possible slip
of a gripped item. The static force sensors exploit the piezoresistive
characteristics of commercially available thick-ﬁlm pastes whilst the
dynamic slip sensors utilize the piezoelectric behaviour of proprietary PZT
(lead zirconate titanate) pastes. The sensors are located upon stainless steel
cantilever type structures that will be placed at the ﬁngertips of each digit of
the prosthetic hand. Temperature sensors are also included to provide
temperature compensation for the force sensors and to prevent accidental
thermal damage to the prosthesis. Results have shown that the static force
sensor is capable of measuring ﬁngertip forces in excess of 100 N, with an
electrical half-bridge conﬁguration sensitivity approaching 10 µVV −1 N−1
(with scope for improvement) and maximum hysteresis below 4% of full
scale, depending on the manner in which the cantilever sensor array is
attached to the ﬁnger. Failure in the bonding mechanism that secures the
PZT layer to the stainless steel cantilever meant that the proposed dynamic
force sensor could not be evaluated. However, investigations using the same
sensor design fabricated on an alumina substrate have shown the potential of
the PZT dynamic force sensor to measure the vibration and hence
potentially operate as a slip sensor.
Keywords: artiﬁcial hand, force sensor, piezoelectric, piezoresistance,
prosthesis, slip sensor, thick-ﬁlm
(Some ﬁgures in this article are in colour only in the electronic version)
1. Introduction
A problem with the majority of prosthetic devices is the lack
of any form of sensory feedback. In the case of a prosthetic
hand this has the consequence that the user is unable to ‘feel’
an item held by the hand. In certain situations this could prove
to be detrimental. For example, the lack of feedback on the
force exerted during a grip posture could result in the crushing
of a gripped item. Furthermore, the user would be unaware
if he were holding a very hot or very cold item, possibly
resulting in damage to the prosthesis or to the user. More
generally, the inability to monitor the grip forces applied to
a grasped object means that the user cannot be totally sure
of the security of the grip and could be unaware (or have too
little time to respond) should the object begin to slip from his
grasp.
A possible solution to these problems is to include some
form of multi-parameter sensing system within the prosthetic
device. For the prosthetic hand, such a system might comprise
a number of force sensors to monitor and adjust the grip
strength and also include thermal sensors to measure the
temperature of a grasped object. The system does not provide
feedback to the operator but would respond automatically,
taking preventative action should an object begin to slip from
the grip of the prosthesis or was deemed to be of a temperature
beyond the operating range of the prosthesis.
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Table 1. Requirements for a prosthetic hand force sensor.
Resolve forces up to 100 N Not susceptible to EM interference
High sensitivity to small forces Not easily damaged by large impact forces
Integral power supply Robust
Lightweight Service period of six months
Low cost Simplicity in construction and mounting
Little hysteresis Small size with an area less than 100 mm2
Low power consumption Thin in depth for mounting on ﬁngers and palm
To monitor the grip strength and to detect the onset of
slip requires a sensor system that comprises both static and
dynamic force sensitive elements. A brief examination of
the literature shows that a large, disparate range of sensor
technologies and techniques have been evaluated for their
suitability in such systems, spanning acoustic [1], capacitive
[2, 3], Hall effect [4, 5], optical [6] and piezoresistive [7–9].
A suitable sensor fabrication technology for use in a
prosthetic hand should demonstrate low temperature drift,
good accuracy and good repeatability. In addition, the
requirements listed in table 1 are also highly desirable,
most noticeably the low power consumption and being
lightweight. Many sensor enabling technologies meet some
of the requirements listed but few, if any, meet them all.
Previous work has identiﬁed thick-ﬁlm technology as
a suitable fabrication technique for the production of both
static and dynamic force sensors. For those not familiar
with the technology, a good overview is given by Holmes
and Loasby [10]. For example, low cost force sensors can
be achieved by exploiting the piezoresistive characteristics
of commercially available thick-ﬁlm resistive pastes [11–15].
These materials, when printed and ﬁred with electrically
conductive end terminations in a planar conﬁguration, form
electrical resistors with typical post-processed thicknesses of
the order of 10 to 12 µm that exhibit proportional changes in
their resistance with applied strain. Thick-ﬁlm piezoelectric
materials such as PZT (lead zirconate titanate) can be used to
construct vibration sensors [16–18], which may be used for
the slip detection. The simplicity of thick-ﬁlm technology
also means that production times are relatively short, enabling
the quick prototyping and evaluation of candidate sensor
structures.
2. Description of the prosthetic hand
The prosthetic hand used in this project is a prototype
myoelectrically driven device designed at the University of
Southampton and described elsewhere [19]. The skeletal
structure of the hand is shown in ﬁgure 1.I n u s e t h e
hand is contained within a synthetic skin to give a more
anthropomorphic look. This also has the additional beneﬁt
of providing environmental protection to the sensors located
on the skeletal structure. The hand is controlled by the
electrical signals produced by any convenient ﬂexor–extensor
muscle pair. Signals from these muscles form the inputs
to an intelligent, state driven controller which interprets this
information before moving the digits of the hand into one
of several prehensile positions including hold, squeeze, grip
and release, as well as some of the more common hand
postures [20–22]. To perform these functions, each ﬁnger is
individually controlled by its own dedicated motor, allowing
Figure 1. Skeletal structure of the prototype prosthetic hand
showing some early photo/acoustic sensors for grip detection
located on the ﬁngertips and thumb.
independent ﬂexion (closing) and extension (opening) of each
mechanical digit.
The ﬁngers are constructed from a number of
interconnecting links, which when driven by the motors cause
the ﬁngers to close or open in a natural anthropomorphic
pattern [23]. The ﬁnger links and palm of the hand are
fabricated from a carbon ﬁbre epoxy composite to reduce the
overall mass of the hand. The thumb is manufactured from
Hilube VesconiteTM for its greater mechanical strength and
very low water absorption properties. The thumb is controlled
by two orthogonal motors giving two degrees of freedom in
movement, simulating the abduction, adduction, ﬂexion and
extension movements of the natural thumb. In conjunction
with the four independently controllable ﬁngers, the hand
therefore has a total of six degrees of freedom allowing a
range of natural grip postures to be adopted.
This paper describes the development of an array of
sensors that includes a single static force sensor, a single
dynamic force sensor and a single temperature sensor. These
sensor devices are located on a cantilever type structure that
mimics the shape of a human ﬁngertip. A cantilever structure
waschosensincethisreadilyallowstheconversionofﬁngertip
forces to mechanical strain, which is easier to detect and
measure than force itself. Each ﬁngertip cantilever will be
mounted at the distal end of each ﬁnger, symmetrically about
thecentrallongaxisoftheﬁnger. Thisarrangementisintended
to ensure a symmetrical strain distribution along the length of
the cantilever when it is deﬂected and to help reduce force
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Figure 2. Modiﬁed ﬁnger link system. The knuckle block
containing the motor and drive wheel assembly is shown on the left
of the diagram, and the ﬁngertip support is shown to the right.
measurement errors that may arise, for example, through
twisting of the beam caused by an off-axis loading of the
ﬁngertip.
Unfortunately, the arrangement of the ﬁnger link system
of the prototype prosthetic hand did not enable symmetrical
mounting of the cantilever about the long axis. Hence, it
was necessary to redesign the ﬁnger link system, as shown in
ﬁgure 2. This new design comprises seven linked elements
with the distal end being capable of supporting a number of
different shaped cantilever structures. This ﬁnger has been
modelled to ensure that the trajectory of the ﬁngertip during
opening or closing of the hand is not signiﬁcantly different
from that of the original version.
3. Fingertip sensor array
Each of the three different types of sensor included upon the
ﬁngertip cantilever is produced using thick-ﬁlm technology.
This production process involves the sequential printing of
patterned layers of specialist pastes, the formulation of which
deﬁne the electrical behaviour of that layer [10]. Conductive
pastes, for example, contain a large proportion of metallic
particles, whereas resistive pastes contain a blend of metal
oxides and insulating materials, the ratio of which deﬁnes the
resistivity of the paste. In general, thick-ﬁlm pastes include a
glass component as a binder and adhesion mechanism and as
such are usually processed at high temperatures of the order
of 850 ◦C to 950 ◦C. Consequently the substrate material
upon which the thick-ﬁlm sensors are produced must be
capable of withstanding these high processing temperatures.
Conventionally ceramic materials such as alumina are used.
However, for this application the production of sensors on an
alumina cantilever would be inappropriate since this material
is too brittle to withstand the bending forces applied to the
ﬁngertips when in use. Fortunately, particular grades of
stainless steel have proved to be compatible with the thick-
ﬁlm process [13, 18, 24] and have therefore been considered
here. Stainless steel also has the additional advantage that it
may be machined and shaped more readily than alumina.
Figure 3. Dimensions of the ﬁngertip cantilever (mm) and the
location of sensors.
The dimensions of the ﬁngertip cantilever and the
locations of the various sensor structures are shown in
ﬁgure 3. The cantilever is machined from grade 304 stainless
steel and has a nominal thickness of 3 mm, which may be
changed (along with the beam width) to adjust the sensitivity
and/or the measurement range of the device. The design
differs from that of a traditional cantilever structure due to
machining limitations that introduce a ﬁllet where the beam
joins the root of the structure. Ideally, the beam width should
remain constant along its whole length.
Before printing the various thick-ﬁlm pastes that form
the force and temperature sensors, the surface of the stainless
steel is ﬁrst insulated using a compatible dielectric insulating
paste (ESL 4916). This was deposited as two sequentially
processed layers to an average thickness of 70 µm, where a
single processing cycle involves the printing, drying and then
high temperature ﬁring of the patterned layer.
3.1. Static force sensor
The static force sensor exploits the piezoresistive effect
exhibited by thick-ﬁlm resistors [11–14]. In this effect, the
resistance of a thick-ﬁlm resistor changes in a linear manner
with the strain experienced by the resistor. The magnitude of
the strain sensitivity is given by the gauge factor, G,w h i c h
is deﬁned as the unit change in resistance per unit of strain
applied:
G =
δR
R
1
ε
. (1)
Here, δR is the change in resistance due to a strain, ε, applied
to a resistor of unstrained resistance, R. Values for G for thick-
ﬁlm resistors depend upon the nominal sheet resistivity of the
resistor paste, with typical values in the range 8 to 12 being
reported [11–13]. This is much greater than that associated
with conventional metal foil gauges (G = 2) and is due to
the fact that the resistivity of a thick-ﬁlm resistor is itself
dependent upon strain [25, 26]. Hence a thick-ﬁlm resistor
is a more sensitive strain sensing element than a conventional
metal foil gauge.
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Figure 4. Half-bridge arrangement of thick-ﬁlm resistors to produce
a static force measurement circuit.
The static force sensor is located at the root of the beam
(as shown in ﬁgure 3) and consists of four individual thick-
ﬁlm resistors (R1 through R4) arranged on the cantilever in
a classic resistance half-bridge circuit. Conventionally strain
sensors are usually arranged in a Wheatstone bridge circuit
withfouractivecomponentslocatedattherootofthecantilever
and on both sides, thereby exploiting strains of compression
and tension to maximize measurement sensitivity. However
in this application only the top surface of the cantilever is
used (to reduce costs and processing time) and therefore only
tensioning strains are measured as the ﬁngertip is deﬂected by
a force.
The half-bridge circuit (depicted in ﬁgure 4 along with a
suitablemeasurementcircuit)waschosensinceitreadilygives
a measure of the unit change in resistance. Two of the four
resistorsarelocatedatthetheoreticalpositionofthemaximum
strain for a given beam deﬂection (R2a n dR4) and serve as the
active strain sensing components of the sensor. The remaining
two resistors (R1a n dR3) act as the passive components of
the bridge circuit and as such should remain insensitive to the
beam deﬂection. Consequently, these two resistors are located
on the body of the structure away from the beam itself, where
it is ﬁrmly attached to the ﬁngertip support. In theory, because
this part of the structure should remain rigid when the beam is
deﬂectedbyaforce,thesetworesistorsshouldexperiencezero
strain (or at the very least, a constant strain level). The passive
resistors are also positioned close to the active resistors (R2
andR4)sothattheyallexperiencethesamelocaltemperatures,
ensuringthatﬁrst-ordertemperaturecompensationisachieved
more readily.
Other locations for the placement of the passive
components were considered, such as the distal end of the
ﬁngertip cantilever, but were subsequently rejected since
although these locations exhibit a minimal strain when a
force is applied to the ﬁngertip, the level of strain experienced
would however not remain constant with changing forces.
In addition, and from a fabrication perspective, printing all
four thick-ﬁlm resistors as close as possible to each other
improves therepeatability inelectrical characteristics between
the individual resistors such as the temperature coefﬁcient
of resistance (TCR) and the gauge factor (G). Matching the
resistor characteristics in this manner serves to improve the
overall sensitivity of the bridge circuit.
Theresistorpaste(ESL3914)wasprintedandﬁredovera
pattern of gold conductive tracks (ESL 8836) which deﬁne the
dimensions of the individual resistors (2 mm × 1m m ) . T h e
conductor track pattern also forms the electrical interconnect
for the half-bridge circuit and provides a solderable interface
for external connection. The resistor paste chosen has
a nominal sheet resistivity of 10 k /   , resulting in post
processed resistance values of approximately 20 k .
When a force is exerted upon the ﬁngertip, the cantilever
is deﬂected. Standard beam theory predicts that the force
dependent strain ε(F) at the root of a true cantilever beam (the
position where it is secured and the region where R2a n dR4
are located) is given by [27]
ε(F) =
6FL
Ebh2. (2)
Here, F is the force at the tip of the beam, E is the material
parameter Young’s modulus of the stainless steel beam, and L,
b and h are respectively the beam length, width and thickness.
For the beam dimensions shown in ﬁgure 3, and for a value
for E of 1.9 × 1011 Nm −2, a force of 100 N at the beam tip
should produce a theoretical maximum strain at the beam root
ofapproximately1milli-strain,whichiswithintheelasticlimit
of the grade of stainless steel used and within the workable
range of the thick-ﬁlm materials employed to produce the
various sensors [28, 29].
The output of the resistance half-bridge circuit,
normalized with respect to the bridge excitation voltage Vx,i s
given by
Vout
Vx
=
δR
2R
. (3)
This expression assumes that all the four resistors have
identical values for their respective unstrained resistances of R
and that they all exhibit the same level of strain sensitivity (i.e.
have the same gauge factor, G). Combining equations (1),
(2) and (3) yields an expression directly relating the bridge
output signal to the force applied at the beam tip, from which
a theoretical value for the force measurement sensitivity can
be derived:
Vout
Vx
1
F
=
3GL
Ebh2. (4)
Estimating the value of the gauge factor of the thick-ﬁlm
resistors to be 10, equation (4) yields a value for the force
measurement sensitivity of approximately 50 µVV −1 N−1.
For a 3 V bridge supply, the theoretical measurement
sensitivity would therefore be of the order 150 µVN −1,w h i c h
is readily detectable above the background noise with a good
quality instrumentation ampliﬁer.
3.2. Dynamic force sensor
The dynamic force sensors are essentially vibration sensors
and are fabricated from PZT that has been rendered into a
form that is suitable for thick-ﬁlm printing in our laboratories
[30, 31]. This material is piezoelectric, i.e. it generates an
electric charge on its surface when mechanically deformed.
Multiple layers of this material are printed and ﬁred upon an
underlying gold conductive electrode pad (ESL 8836) to a
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thickness of approximately 100 µm before a ﬁnal conductive
electrode is printed upon the top surface, forming a capacitor
structure. The devices are then individually poled in a
dc electric ﬁeld at elevated temperatures to initiate their
piezoelectric behaviour. An indication of the strength of
the piezoelectric behaviour achieved can be determined by the
measurement of the d33 piezoelectric coefﬁcient—a measure
of the charge produced per unit applied stress in the same axis
[32]. After polarization, these thick-ﬁlm devices have
been shown to exhibit d33 coefﬁcients up to 110 pC N−1
depending on the poling conditions, the substrate material,
the composition of the electrode material and the formulation
of the PZT paste [30, 31, 33]. Each dynamic force sensor
covers a large proportion of the available area of the ﬁngertip
cantilever and is used to detect any rapid variations in the
force over the ﬁngertip surface, or vibration, which could be
indicative of an object slipping from grasp. The change in
force over the surface area of a single piezoelectric sensor
causes a proportional change in the charge distribution of
the PZT layer which is readily measured by an impedance
balanced charge ampliﬁer.
3.3. Temperature sensor
The temperature of an object held within the prosthetic hand
is determined by monitoring the change in the resistance of
a thick-ﬁlm thermistor paste (ESL PTC2611) printed in the
space between the two force sensors. This particular paste
has a low value for sheet resistivity (nominally 10  /   )
but demonstrates a highly linear relationship between
resistance and temperature. It is speciﬁed as having a positive
temperature coefﬁcient of resistance of the order of 4100 ±
500ppm ◦C−1overthetemperature range−55 ◦Cto+125 ◦C.
The printed thermistor has dimensions of 2 mm × 1m m
and should therefore have a post processed resistance value
of approximately 20   at room temperature. In addition
to monitoring the temperature of held objects, this sensor
also provides temperature compensation for the various force
sensors.
4. Experimental results
4.1. Static force sensor
Thestaticforcesensorwasevaluatedbysecuringthecantilever
structure to a purpose built test rig and loading the ﬁngertip
with masses up to a total of 1 kg in 100 g increments whilst
measuring the change in bridge output voltage. The average
change in the output computed from a number of samples is
shown graphically in ﬁgure 5. The data have been normalized
with respect to the bridge excitation voltage and offset values
have been removed. The error bars in the ﬁgure represent
the maximum and minimum deviations in the data set. Their
observed increase in span with increasing force can be partly
attributed to the difﬁculty in repeatedly placing a greater
numberofindividualmassesatthesamepointontheﬁngertip.
The ﬁgure shows that the force sensor exhibits a reasonably
linearrelationship overtherangeinvestigated, withanaverage
sensitivity of 6.4 ± 0.3 µVV −1 N−1 (a statistical variation
of 5%). This is nearly a factor of eight times lower than the
force sensitivity predicted using equation (4).
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Figure 5. Static force sensor average normalized output over low
force range.
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Figure 6. Static force sensor average normalized output as a
function of ﬁngertip deﬂection.
To investigate the sensor response over the full force
range, a graduated micrometer was used to deﬂect the beam
tip. This technique was employed due to the impracticality of
balancing a large number of masses at the tip of the cantilever
structure. The average response from a number of devices
is shown in ﬁgure 6. Again, the data have been normalized
with respect to the bridge excitation voltage and offset values
have been removed. Tip deﬂections up to a maximum of
130 µm are shown in the ﬁgure, which is equivalent to
a theoretical beam tip force of approximately 146 N (for
an ideal cantilever beam [27]). The ﬁgure shows that in
general the sensor output changes in a linear manner with
beam tip deﬂection, with an equivalent sensitivity of 6.5 ±
0.2 µVV −1 N−1 calculated over the more linear portion of
the curve (a statistical variation of 3%). This value is in good
agreement with the corresponding value calculated for the
investigation over the lower force range.
4.2. Effect of load position
A potential problem with the static force sensor design in its
presentformisitsinabilitytodistinguishbetweentwodifferent
forces contacting the ﬁngertip structure at two different
positions. For example, the sensor is unable to distinguish
between a 50 N force located at the beam tip and a 100 N force
acting half way along the beam, since both produce the same
strain at the sensor location as a consequence of the moments
935AC r a n n yet al
Table 2. Force measurement sensitivity (µVV −1 N−1) and bridge offset voltage (µVV −1) as a function of the distance (mm) that force is
applied from the tip of the cantilever beam.
Distance 1 2 3 4 5 6 7 8
Sensitivity 7.0 6.6 6.4 6.0 5.2 4.9 4.3 3.8
Offset −1.30 −0.04 −0.72 −0.49 −0.22 0.55 −0.59 0.23
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Figure 7. Static force sensor normalized output as a function of
loading position.
being identical. This is illustrated in the response curves of
ﬁgure7whichshowthesensoroutput,normalizedwithrespect
to the bridge excitation voltage, as a function of the applied
force at various distances from the beam tip.
The force measurement sensitivity can be determined
directly from the slopes of the curves shown in the ﬁgure.
These values are listed in table 2 along with values for
the bridge offset voltage normalized with respect to the bridge
excitation voltage. The table of values shows that the
measurement sensitivity decreases in a linear manner as
the force is moved further away from the tip. This is expected
since the surface strain at the beam root varies in a linear
manner with the distance that the deﬂecting force acts from
the beam root. With this in mind we would expect the
intersections of the individual curves with the ordinate axis
at 10 N to be equally spaced. The fact that they are not
quite so can be attributed to a number of factors including
uncompensated temperature induced effects (such as bridge
supply ﬂuctuations) and simple measurement uncertainty in
the exact position of the force along the beam length.
Performing simple linear regression analysis on the
ﬁgures in table 2 reveals that the sensitivity of the force sensor
decreasesatarateofapproximately−0.46µVV −1N−1mm−1
(a 6% decrease in sensitivity per millimetre distance from
the beam tip end). In practice, this positional variation in
the measurement sensitivity may not be a problem since the
envisageduseofthestaticforcesensoristomonitorandadjust
grip to prevent object slip rather than to measure absolute
forces involved in grip postures. However, it is still possible
to use this device to measure absolute force values by the
addition of an extra mechanical structure, so arranged that it
always couples contacting forces with the tip of the cantilever
beam.
Table 2 also shows that there is some variation in the
bridge circuit offset voltage with the distance from the beam
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Figure 8. Normalized sensor response over a succession of ﬁngertip
deﬂection (D) and relaxation (R) trials.
tip that the force is applied, though this does not exhibit a
quantiﬁable trend. This is not considered to be an issue since
any change in the offset voltage may be compensated through
suitable electronics in the measurement circuit. For example,
the offset voltage may be measured and automatically zeroed
each time a ﬁnger is in the fully open position and the force
sensor is not subject to any external load.
4.3. Hysteresis effects
Hysteresis effects in the response of the static force sensor
have been investigated by recording the sensor bridge output
voltage as the tip of the cantilever beam is ﬁrst deﬂected by a
graduated micrometer and then as it is relaxed back as the
micrometer is unwound. Figure 8 shows a typical set of
responses over three successive trials of beam deﬂection and
relaxation. The results shown have been obtained by taking
the difference in the sensor response between the un-deﬂected
reading of the ﬁrst deﬂection trial (i.e. the initial unstrained
value)andallsubsequentmeasurements, andthennormalising
these values with respect to the bridge excitation voltage.
Values for the force measurement sensitivity, bridge offset
voltage and maximum hysteresis levels have been calculated
from the slopes and intercepts of the curves and are listed
in table 3. Here, and throughout this section, the maximum
hysteresis level is calculated as the largest difference recorded
between the sensor responses for the same micrometer setting,
expressed as a percentage of the average response range
recorded during both deﬂection and relaxation of the beam
in the same experiment trial. In the case of the measurement
sensitivityﬁgures, thesehavebeenconvertedfromadeﬂection
based value to a force equivalent ﬁgure using the theoretically
derived association that a 140 µm deﬂection at the tip of an
ideal cantilever of similar dimensions is equivalent to a beam
tip force of 157 N [27].
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Table 3. Force measurement sensitivity (µVV −1 N−1), bridge offset voltage (µVV −1) and maximum response hysteresis over three
successive trials of beam deﬂection (D) followed by beam relaxation (R).
D #1 R #1 D #2 R #2 D #3 R #3
Sensitivity 6.1 7.1 7.0 7.1 7.0 7.2
Offset −11.31 −159.67 −126.55 −157.38 −121.21 −153.05
Max. hysteresis 17.4% 4.9% 4.7%
Table 4. Force measurement sensitivity (µVV −1 N−1), bridge offset voltage (µVV −1) and maximum response hysteresis over four
successive trials of cantilever deﬂection (D) followed by beam relaxation (R) when the cantilever was glued to its support block.
D #1 R #1 D #2 R #2 D #3 R #3 D #4 R #4
Sensitivity 9.5 10.0 9.7 9.9 9.7 10.0 9.7 9.8
Offset −17.78 −55.11 −38.44 −55.12 −36.69 −53.60 −41.76 −51.93
Max. hysteresis 5.8% 3.3% 3.6% 2.6%
Figure 8 shows that there is a signiﬁcant change in the
sensorresponsebetweentheveryﬁrstsetofdeﬂectiondataand
any subsequent measurement. However, this large difference
in the sensor response is not indicative of true hysteresis since
all subsequent measurements of the sensor response after the
ﬁrst deﬂection trial show a common change in the unloaded
offset value which exaggerates any differences (cf table 3). A
true indicator of hysteresis in the system can be ascertained by
examining the difference in the sensor response between the
second and third trials. Over the deﬂection range investigated
this equates to a maximum hysteresis value equivalent to
approximately 5% of the full scale response.
Table3showsthattherecordedmeasurementsensitivityis
somewhat higher than that previously observed and that there
is a signiﬁcant difference in the sensitivity between the ﬁrst
measurement trial (D#1) and the remaining trials. Thereasons
fortheselargediscrepanciesinthesensorresponsebetweenthe
ﬁrst deﬂection trial and all subsequent trials may be attributed
to the method by which the cantilever device is attached to the
test rig. It has been hypothesized that the observed effect is
due to loosening or re-seating of the two bolts that secure the
device caused by mechanical effects during the ﬁrst deﬂection
trial. If the force securing these bolts changes then the local
surfacestrainintheregionbetweenthetwoboltswillalsoshow
a change. Since this is the region where the passive thick-ﬁlm
resistors of the bridge circuit are located (R1a n dR3), any
change in strain in this location will result in a change in their
resistance and hence a change in the bridge signal offset value
with a corresponding change in the measurement sensitivity
and calculated hysteresis.
The evidence from a second investigation would seem to
support this hypothesis. Here the cantilever beam has been
attached to the test rig by a cyanoacrylate adhesive rather than
being bolted in place. The results (shown in ﬁgure 9 and
table 4) show that in this instance there is no dramatic change
in the unloaded offset value between the measurement trials
andtheforcemeasurementsensitivityﬁguresforallthecurves
are generally in good agreement, with an average value of
9.8 ± 0.2 µVV −1 N−1. This is as much as 50% greater than
had been previously observed when the cantilever was bolted
to a support structure. The computed levels of hysteresis
between responses under these conditions are also lower, due
to improved repeatability in the measurement sensitivity and
bridgeoffsetvalues, withtypicalmaximumvaluesoftheorder
of 3% to 6% of the full scale response.
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Figure 9. Normalized sensor response over successive trials of
deﬂection (D) and relaxation (R) when the ﬁngertip cantilever is
glued to the test rig.
4.4. Dynamic force sensor
During the fabrication of the ﬁngertip thick-ﬁlm sensors,
problemswereencounteredwiththeadhesionofthePZTlayer.
The material printed correctly, forming well-deﬁned patterned
layers that retained their shape when dried. However, during
and after the ﬁring process (peak temperature of 880 ◦Cf o r
10 min in a belt furnace) the PZT layers fractured and
delaminated from their underlying electrode patterns. In some
instances the results were dramatic: the PZT layer removed
both the supporting conductor layer and the underlying
dielectric insulation layer with it, exposing the surface of
the stainless steel substrate. As a consequence the dynamic
forcesensorcouldnotbeimplementeddirectlyontheﬁngertip
cantilever.
The reasons for the PZT layer failing to bond to the
gold conductor electrode are not at present fully understood.
A previous work has shown that this exact formulation
of PZT paste shows no adhesion problems with thick-ﬁlm
conductor materials printed on 96% alumina [30, 31, 33]
and other grades of insulated stainless steel [34, 35]. A
possible explanation is a build up of internal stresses due
to a combination of mismatches in the thermal expansion
coefﬁcients of the stainless steel substrate and the individual
thick-ﬁlmlayers,thoughsamplesofPZTpasteprinteddirectly
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Figure 10. Oscilloscope trace of output from charge ampliﬁer as
100 g weight is dropped onto the surface of a PZT slip sensor and
then allowed to roll over its surface. Horizontal axis: 50 ms per
division; vertical axis: 2 V per division.
onto the stainless steel showed no adhesion problems and the
dielectricinsulatingpastechosenwasthermallymatchedtothe
grade of stainless steel used. A second reason could involve
chemical attack of the interfacial bond between the PZT layer
and the gold conductor by reactive components out-gassed
from the stainless steel during the ﬁring process.
To demonstrate the potential of thick-ﬁlm PZT dynamic
force sensors to act as slip detectors, exact copies of the sensor
designwerefabricatedon96%aluminatiles(0.625mmthick),
patterned with laser scribe lines to allow individual devices to
be ‘snapped out’ and glued to the ﬁngertip cantilever surface.
Thesedevicesexhibitednoproblemsduringtheirmanufacture.
Once fabricated, individual sensor elements were poled in a
dc electric ﬁeld (ﬁeld strength of approximately 4 MV m−1)a t
a temperature of 150 ◦C for 30 min and then allowed to cool
to room temperature whilst the electric ﬁeld was maintained
across the PZT layer. The d33 piezoelectric coefﬁcient
of a number of samples was then measured using a Take
Control PM35 piezometer, yielding values in the range 50 to
55 pC N−1.
Figure 10 shows a typical response from one of these
devices when connected to a simple charge ampliﬁer. Here,
a small 100 g weight has been dropped onto the top surface
of a cantilever lying ﬂat on an inclined surface. The initial
moment of impact can be seen on the left of the trace as well
as a vibration signal on the right side of the trace as the weight
slips over the surface of the dynamic sensor. Both signals
are readily detectable above the background noise level and
demonstrate the potential of the sensor to detect the moment
of ﬁrst contact the hand makes as it closes on an object as
well as its ability to detect the onset of slip. Indeed, it may
be possible to further analyse the signal to determine physical
characteristics of the gripped object. For example, it may be
possible to determine whether an object is solid or hollow, or
to determine its coefﬁcient of friction. This information could
then be used in deciding what level of force the ﬁngers need
to apply to maintain a secure grip.
4.5. Temperature sensor
The temperature sensor has two distinct purposes. Firstly
it is used to measure the temperature of a gripped object
to prevent accidental damage to the prosthesis. Secondly,
34
35
36
37
38
39
40
41
42
-10 0 10 20 30 40
Temperature (°C)
A
v
e
r
a
g
e
 
r
e
s
i
s
t
a
n
c
e
 
(
Ω
)
Figure 11. Thermistor resistance as a function of temperature.
it will be used to provide temperature compensation to the
measurements obtained from the two force sensors (primarily
the static force sensor) should this be found to be necessary.
Considering the static force sensor, if it is assumed that the
temperature coefﬁcients of resistance of the four individual
resistors are closely matched then, in theory, the output of the
bridge-circuit should be temperature independent since strain
inducedratiometricchangesinresistancesaremaintainedwith
temperature. However, it has been demonstrated that the
gauge factor of thick-ﬁlm resistors exhibits a temperature
dependency [29] and therefore we would expect the force
measurement sensitivity to exhibit some variation with
temperature.
The room temperature resistance of the post processed
thermistors was nearly twice as large as expected, with an
average value of 39.0 ± 5.0   at 25 ◦C. This was attributed
to a thinner printed ﬁlm than recommended for this material,
but was not considered a problem. In fact a higher nominal
resistance is advantageous since it permits an easier and
potentially more accurate measurement of resistance changes.
To characterize the temperature dependence of the thick-
ﬁlm thermistors, the resistances of a number of samples were
measured individually in a V¨ otsch VT4021 environmental
chamber between −10 ◦C and +40 ◦C. The local temperature
experienced by each thermistor was determined by measuring
the resistance of a calibrated commercial thin-ﬁlm Pt100
temperature sensor glued to the thermistor surface. The
average measured resistance as a function of the local
temperature is reproduced in ﬁgure 11, which shows a highly
linear relationship of the form
R(T) = R(0)(1+αT). (6)
Here, R(T) is the resistance at a temperature T,R(0) is the
resistance at 0 ◦Ca n dα is the temperature coefﬁcient of
resistance. From the results, average values for α and R(0)
were computed: α = 4230 ± 50 ppm ◦C−1 and R(0) = 35.4 ±
5.5  . The large spread in the value for R(0) reﬂects the large
variation in post-processed resistance values for these devices;
an artefact of the thick-ﬁlm printing process. This is not
considered a problem since individual thermistor devices may
bebalanced inasuitable bridgecircuit inoperation. Thesmall
variation in the value for α (approximately 1.2%) means that
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Figure 12. Strain distribution across the ﬁngertip cantilever bolted to its support structure for 100 N load at beam tip. The strain range shown
varies from 100 micro-strain through to 2000 micro-strain. The locations of one passive and one active thick-ﬁlm resistor are highlighted.
Figure 13. Strain distribution across ﬁngertip cantilever glued to its support structure for 100 N load at beam tip. The strain range shown
varies from 100 micro-strain through to 2000 micro-strain. The locations of one passive and one active thick-ﬁlm resistor are highlighted.
temperature may be inferred from resistance in a repeatable
manner and to a high degree of accuracy.
5. Discussion
The static force sensor shows a much lower sensitivity than
that expected from theory (cf equation (4)). There are many
contributory reasons for this. Firstly, the structure upon which
the sensors have been fabricated is not a true cantilever beam
in the mechanical sense. Ideally a cantilever beam should
have a length to thickness ratio greater than 15 and possess
uniform cross-sectional area along its length [27]. This is
not the case in our design and so equation (2), relating the
strain at the beam root to the beam tip force, is only an
approximation. Secondly, the individual resistors do not
have identical unstrained values for resistance and it is likely
that they do not have the same gauge factor. Both of these
conditions are required for the bridge measurement circuit
to achieve the theoretical maximum level of measurement
sensitivity.
However, the major cause for this observed difference
in sensitivity can be attributed to the location of the passive
resistors in the sensor design. The theory requires that these
resistors experience no change in strain when the beam is
deﬂected. An analysis of the surface strain distribution of
the cantilever when the beam has been deﬂected reveals that
the region between the cantilever mounting holes is subject
to variations in strain. For example, ﬁgure 12 shows the
predicted strain distribution from an ANSYSTM simulation
when the beam tip is loaded with a 100 N force. In this
model, the cantilever beam has been reduced to its lowest
form of symmetry and shows that the strain experienced by
the passive resistors can be as high as 50% of that experienced
by the active resistors.
An ANSYSTM model was also constructed for the case
where the cantilever was glued to its support structure rather
than being bolted to it. Results from this simulation (shown in
ﬁgure 13) reveal that whilst there is still a variation in strain in
the region between the bolt holes where the passive resistors
are located, the level of strain is much lower than for the case
when the cantilever is bolted down to its support structure.
Furthermore, the ﬁgure shows that in this instance the passive
resistors of the half-bridge circuit are only subjected to
approximately35%ofthestrainlevelexperiencedbytheactive
resistors. This explains why the observed force measurement
sensitivity was higher when the cantilever was glued to its
support compared to when it was bolted down.
6. Conclusions
Astatic(absolute)forcesensorbasedonpiezoresistivechanges
in thick-ﬁlm resistors has been demonstrated. The force
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sensor is intended to measure and monitor forces involved in
prosthetic hand grip postures, and as such has been shaped so
as to mimic the average human ﬁngertip. Force measurement
sensitivities at the beam tip ranging from 6.4 µVV −1 N−1 up
to 9.8 µVV −1 N−1 have been recorded, with hysteresis levels
as low as 3% depending on the method of attachment of the
ﬁngertiptotheremainderoftheprostheticﬁnger,withsecuring
by bolts being the least favourable. It has been hypothesized
that if the ﬁngertip cantilever structure were to be securely
clamped to the ﬁngertip support block then it is expected that
the sensor measurement sensitivity would improve further,
since the cantilever surface strain in the location of the passive
resistorswouldremainconstantasthebeamweredeﬂected. In
thisscenario, forcemeasurementsensitivitiesshouldapproach
the theoretical value given by equation (4).
The static force sensor exhibits a positional loading
error depending on the distance from the tip of the ﬁngertip
cantilever beam that the force to be resolved is acting. This
equates to a 6% decrease in the measurement sensitivity for
every millimetre distance from the beam tip. However, this
error may be removed if contacting forces are always coupled
with the tip of the cantilever beam. A simple way to ensure
this criterion is to attach some form of protrusion to the tip of
the beam of sufﬁcient height such that its top surface was the
proudest part of the whole ﬁngertip structure. This protrusion
would then always be the ﬁrst component to be contacted as
the ﬁngers of the prosthetic hand enclose an object.
Processing problems with the piezoelectric PZT paste
meant that the dynamic force sensor could not be fabricated
directly on to the stainless steel ﬁngertip structure. However,
thepotentialforthismaterialtoactasavibrationsensorforthe
slip detection has been demonstrated with a substitute sensor.
Newdeviceswillbeconstructedusingothergradesofstainless
steel that have proven to be compatible with the PZT paste and
the thick-ﬁlm process to evaluate the dynamic sensor when
printed directly on the cantilever ﬁngertip [34, 35]. It is
anticipated that the effective piezoelectric coefﬁcient d33 of
these devices will be different compared to that measured here
for sensors fabricated on alumina, and therefore a difference
in the force detection sensitivity is also expected. This is
due to potential differences in the clamping effect of these
two different substrate materials [36]. The clamping effect
describes how the mechanical properties of the substrate
material (such as stiffness) restrict the free movement of the
PZT layer in one dimension resulting in an effective lowering
of the d33 coefﬁcient.
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